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Abstract 

The National Institute of Standards and Technology coordinates the Micronutrients Measurement 
Quality Assurance Program (MMQAP) for laboratories that measure fat- and water-soluble vitamins 
and carotenoids in human serum and plasma.  This report describes the design of and results for the 
Winter 2002 MMQAP measurement comparability improvement studies: 1) Round Robin LI Fat-
Soluble Vitamins and Carotenoids in Human Serum and 2) Round Robin 16 Total Ascorbic Acid in 
Human Serum.  The materials for both studies were shipped to participants in January 2002; 
participants were requested to provide their measurement results by April 8, 2002. 
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Introduction 

Beginning in 1988, the National Institute of Standards and Technology (NIST) has coordinated the 
Micronutrients Measurement Quality Assurance Program (MMQAP) for laboratories that measure 
fat- and water-soluble vitamins and carotenoids in human serum and plasma.  The MMQAP 
provides participants with measurement comparability assessment through use of interlaboratory 
studies, Standard Reference Materials (SRMs) and control materials, and methods development and 
validation.  Serum-based samples with assigned values for the target analytes (retinol, alpha-
tocopherol, gamma/beta-tocopherol, trans- and total beta-carotene, and total ascorbic acid) and 
performance-evaluation standards are distributed by NIST to laboratories for analysis. 

Participants use the methodology of their choice to determine analyte content in the control and 
study materials.  Participants provide their data to NIST, where it is compiled and evaluated for 
trueness relative to the NIST value, within-laboratory precision, and concordance within the 
participant community.  NIST provides the participants with a technical summary report concerning 
their performance for each exercise and suggestions for methods development and refinement.  
Participants who have concerns regarding their laboratory’s performance are encouraged to consult 
with the MMQAP coordinators. 

All MMQAP interlaboratory studies consist of individual units of batch-prepared samples that are 
distributed to each participant.  For historical reasons these studies are referred to as “Round 
Robins”.  The MMQAP program and the nature of its studies are described elsewhere. [1,2] 

Round Robin LI:  Fat-Soluble Vitamins and Carotenoids in Human Serum 

Participants in the MMQAP Fat-Soluble Vitamins and Carotenoids in Human Serum Round Robin 
LI comparability study (hereafter referred to as RR51) received four lyophilized and one liquid-
frozen human serum test samples for analysis.  Unless multiple vials were previously requested, 
participants received one vial of each serum.  These sera were shipped on dry ice to participants in 
January 2002.  The communication materials included in the sample shipment are provided in 
Appendix A. 

Participants are requested to report values for all fat-soluble vitamin-related analytes that are of 
interest to their organizations.  Not all participants report values for the target analytes, and many 
participants report values for non-target analytes. 

The final report delivered to every participant in RR51 consists of three documents: 

•	 A cover letter for the current study, a brief description of the other two documents, and a 
discussion of our analysis of the overall results that may be of broad interest.  This cover 
letter is reproduced as Appendix B. 

•	 The “All-Lab Report” that lists all of the reported measurement results, a number of 
consensus statistics for analytes reported by more than one participant, and the mean median 
and pooled SD from any prior distributions of the serum.  This report also provides a 
numerical “score card” for each participant’s measurement comparability for the more 
commonly reported analytes.  This report is reproduced as Appendix C. 
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•	 An “Individualized Report” that graphically analyzes each participant’s results for all 
analytes reported by at least five participants.  This report also provides a graphical summary 
of their measurement comparability.  The graphical tools used in this report are described in 
detail elsewhere [3].  An example “Individualized Report” is reproduced as Appendix D. 

Round Robin 16:  Vitamin C in Human Serum 

Participants in the MMQAP Vitamin C in Human Serum Round Robin 16 comparability study 
(hereafter referred to as RR16) received three frozen serum test samples and a solid ascorbic acid 
control material for analysis. Unless multiple vials were previously requested, participants received 
one vial of each material.  These sample materials were shipped on dry ice to participants in January 
2002.  The communication materials included in the sample shipment are provided in Appendix E. 

The test serum materials were prepared by adding equal volumes of 10 % metaphosphoric acid 
(MPA) to human serum that had been spiked with ascorbic acid.  While these samples contain some 
dehydroascorbic acid, its content is variable.  Therefore, the participants report only total ascorbic 
acid (TAA, ascorbic acid plus dehydroascorbic acid).  Participants are also encouraged to prepare 
calibration solutions from the supplied solid control to enable calibrating their serum measurements 
to the same reference standard. 

The final report delivered to every participant in RR16 consists of three documents: 

•	 A cover letter for the current study, a brief description of the other two documents, and a 
discussion of our analysis of overall results that may be of broad interest.  This cover letter is 
reproduced as Appendix F. 

•	 The “All-Lab Report” that summarizes all of the reported measurement results and provides 
several consensus statistics.  This report is reproduced as Appendix G. 

•	 An “Individualized Report” that graphically analyzes each participant’s results for TAA, 
including a graphical summary of their measurement comparability. The graphical tools 
used in this report are described in detail elsewhere [3].  An example “Individualized Report” 
is reproduced as Appendix H. 
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Appendix A.  Shipping Package Inserts for RR51 

The following three items were included in each package shipped to an RR51 participant: 
• Cover letter 
• Datasheet 
• Packing List and Shipment Receipt Confirmation Form 

The cover letter and datasheet were enclosed in a sealed waterproof bag along with the 
samples themselves.  The packing list was placed at the top of the shipping box, between 
the cardboard covering and the foam insulation. 
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NIST CENTENNIALC 

January 24, 2002 

Dear Colleague: 

UNITED STATES DEPARTMENT OF COMMERCE 
National Institute of Standards and Technology 
Gaithersburg, Maryland 20899-

Happy New Year! Enclosed is the set of samples for the first quality assurance round robin exercise 
(Round Robin LI) for 2002. You will find one vial of each of four lyophilized and one liquid-frozen 
serum samples for analysis along with a form for reporting your results. When reporting your results, 
please submit one value for each analyte for a given serum sample. If an obtained value is below your 
limit of quantitation, please indicate this result on the form by using NQ (Not Quantified). Results are 
due to NIST by April 8, 2002. Results received more than two weeks after the due date will not be 
included in the summary report for this round robin study. The feedback report concerning the study will 
be provided around mid-May. 

Lyophilized samples should be reconstituted with 1.0 mL ofHPLC-grade water or equivalent. We 
recommend that dissolution be facilitated with 3 to 5 min agitation in an ultrasonic bath or at least 30 min 
at room temperature with intermittent swirling. (CAUTION: Vigorous shaking will cause foaming and 
possibly interfere with accurate measurement. The rubber stopper contains phthalate esters that may 
leach into the sample upon intermittent contact of the liquid sample with the stopper. These esters absorb 
strongly in the UV region and elute near retinol in most LC systems creating analytical problems.) 
Pipette a known volume of serum from the vial for analysis. The final volume of the reconstituted sample 
is greater than 1.0 mL. Water should not be added to the liquid-frozen sample 279. 

For consistency, we request that laboratories use the following absorptivities (E 1 % cm): retinol, 1843 at 
325 nm (ethanol); retinyl palmitate, 975 at 325 nm (ethanol); cx-tocopherol, 75.8 at 292 nm (ethanol); y
tocopherol, 91.4 at 298 nm (ethanol); ex-carotene, 2800 at 444 nm (hexane); P-carotene, 2560 at 450 nm 
(ethanol), 2592 at 452 nm (hexane); lycopene, 3450 at 472 nm (hexane). 

Please mail or fax your results for Round Robin LI to: 

Micronutrients Measurement Quality Assurance Program 
NIST 
100 Bureau Drive Stop 8392 
Gaithersburg, MD 20899-8392 
Fax: (301) 977-0685 

To improve the efficiency of our program for next year, the intent-to-participate forms for the 2003 
QA Program will be mailed in May 2002. Please return all forms by September 1, 2002. Laboratories 
will be invoiced for the 2003 program at the end of September 2002. Samples for the first fat-soluble 
vitamins/carotenoids and vitamin C in serum round robins will be shipped during the first week of 
November 2002. Please call me at (301) 975-3120; e-mail me atjbthomas@nist.gov; or mail/fax queries 1: :::.v• ·~~cpan;;-orcommenB 
Je ce Brown Thomas 
R se ch Chemist 

·cal Chemistry Division 
Chemical Science and Technology Laboratory 

Enclosures NISI 
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Participant #: ________ Date: _____________ 

Round Robin LI 
NIST Micronutrients Measurement Quality Assurance Program 

Analyte 279 280 281 282 283 Units* 
total retinol 

trans-retinol 
retinyl palmitate 

α-tocopherol 
γ/β-tocopherol 
δ-tocopherol 

total β-carotene 
trans-β-carotene 

total cis-β-carotene 
total α-carotene 

trans-α-carotene 

total lycopene 
trans-lycopene 

total β-cryptoxanthin 
total α-cryptoxanthin 

total lutein 
total zeaxanthin 

total lutein&zeaxanthin 
ubiquinone-10 (Q10) 

phylloquinone (K1) 

25-hydroxyvitamin D 

Other analytes? 

* we prefer µg/mL 

Was serum 279 frozen when received? Yes | No 

Comments: 

Mail: M2QAP 
NIST, Stop 8392 Please return results before Fax: 301-977-0685 
Gaithersburg, MD  20899-8392 8-Apr-2002 Email: David.Duewer@NIST.gov 
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Participant #: ________ Date: _____________ 

Fat-Soluble Vitamins Round Robin LI
 
NIST Micronutrients Measurement Quality Assurance Program
 

Packing List and Shipment Receipt Confirmation Form
 

This box contains (we hope) one vial each of the following five FSV M2QAP sera: 

Serum Form Reconstitute? 
#279 
#280 
#281 
#282 
#283 

Liquid frozen 
Lyophilized 
Lyophilized 
Lyophilized 
Lyophilized 

No 
Yes (1 ml H2O) 
Yes (1 ml H2O) 
Yes (1 ml H2O) 
Yes (1 ml H2O) 

Please 1) Open the pack immediately 
2) Check that it contains one vial each of the above samples 
3) Check if serum #279 arrived frozen 
4) Store the samples upright at -20 ˚C or below until analysis 
5) Complete the following information 
6) Fax the completed form to us at 301-977-0685 

(or email requested information to david.duewer@nist.gov) 

1) Date this shipment arrived: ___________________________ 
2) Are all five vials intact?  Yes | No 

If "No", which one(s) were damaged? 

3) Was there any dry-ice left in cooler? Yes | No 
4) Did serum #279 arrive frozen? Yes | No 
5) At what temperature are you storing the samples? _______ ˚C 
6) When do you anticipate analyzing these samples? ________________________ 

Your prompt return of this information will help control M2QAP expenses. 

The M2QAP Gang 

Mail: M2QAP 
NIST, Stop 8392 Fax: 301-977-0685 
Gaithersburg, MD  20899-8392 Email: David.Duewer@NIST.gov 
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Appendix B.  Final Report for RR51 

The following three pages are the final report as provided to all participants: 
•	 Cover letter. 
•	 An information sheet that: 

o	 describes the contents of the “All-Lab” report, 
o	 describes the content of the “Individualized” report, 
o	 describes the nature of the test samples and details their previous distributions, 

if any, and 
o	 summarizes aspects of the study that we believe may be of interest to the 

participants. 
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May 21, 2002 

Dear Colleague: 

UNITED STATES DEPARTMENT OF COMMERCE 
National Institute of Standards and Technology 
Gaithersburg, Maryland 20899-0001 

Enclosed is the summary report of the results for Round Robin LI (RR 51) for fat-soluble vitamins and 
carotenoids. Included in this report are: a summary of data for all laboratories; the measurement 
comparability summary for evaluating laboratory performance; lyophilized vs. fresh-frozen commutability 
data, a summary of individual laboratory performance and inter laboratory accuracy and precision; and a 
summary of the NIST assigned value (NA V) vs. your laboratory value for the analytes that you measured. As 
in previous reports, the NIST-assigned values are equally weighted means of the medians from this 
interlaboratory comparison exercise and the means from the analyses performed by NIST. 

Data for evaluating laboratory performance in RR 51 are provided in the comparability summary (Score Card) 
on page 5 of the "All Lab Report." Laboratory comparability is summarized as follows: results rated 1 to 3 are 
within 1 to 3 standard deviation(s) of the assigned value, respectively; those rated 4 are >3 standard deviations 
from the assigned value. 

If you have concerns regarding your laboratory's performance, we suggest that you obtain and analyze a unit 
of SRM 968c, Fat-Soluble Vitamins, Carotenoids, and Cholesterol in Human Serum. If your measured values 
do not agree with the certified values, we suggest that you contact us for consultation. 

Intent-to-participate forms for the 2003 QA program will be mailed in about two weeks. This form will 
provide us with formal notification of your intent to participate in the program for the upcoming year. The 
program will consist of two round robin studies for the fat-soluble vitamins and carotenoids and one study for 
vitamin C in serum. To participate in the fat-soluble vitamins and carotenoids in serum studies, the 
participation fee is $1600 for U.S. laboratories and $2000 for non-U.S. laboratories. To participate in the 
vitamin C in serum study, the participation fee is $800 for U.S. laboratories and $1000 for non-U.S. 
laboratories. We ask that you return the fonn to us by no later than September 1, 2002. 

Shipping has become more diffic~lt post September 11, 2001. It is important that you carefully inspect all 
samples on arrival and that you promptly confirm that they have arrived and that they have remained frozen. 
While we can (and do) determine the date of receipt (and the signature of the signee) of shipments when we 
don't receive direct confirmation, this costs us significant time and effort. We will now replace lost or 
damaged samples only for participants who have promptly reported the difficulty. 

Samples for the next round robin (RR52) will be distributed during the week of June 10, 2002. We will send 
you a reminder via e-mail or fax a week prior to shipment. Please notify us, preferably before the week of 
June 10, if you have special shipping instructions. 

If you have any questions regarding this report, please contact David Duewer at 301/975-3935; e-mail: 
david.duewer@nist.gov, r me at 3 1 975-3120; e-mail: jbthomas@nist.gov; fax: 301/977-0685. 

ice Brown Thomas 
search Chemist 

Analytical Chemistry Division 
Chemical Science and Technology Laboratory 

cc: L.C. Sander 
S.A. Wise NISI 
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The NIST M2QAP Round Robin LI (RR51) report consists of: 

Page 
1 Your values, the number of labs reporting values, and our assigned values. 

2 to “Four Plot” summaries of your current and past measurement performance, one page for 
n each analyte you report that is also reported by at least 10 other participants. 

n+1 The “target” plot version of your “Comparability Summary” scores. 

Page “All Lab” Report 
1-3 
4a 
4b 
5 

Samples.

Serum 

279 

280 

281 

282 

283 

“Individualized” Report 

A listing of all results and statistics for analytes reported by at least two laboratories.
 
A list of results for the four analytes reported by only one laboratory. 

A legend for the above two lists.
 
The text version of the “Comparability Summary” (or “Score Card”).
 

  The five sera below were distributed in RR51.
 

Description 

Liquid-frozen native serum; partner to 
lyophilized serum 282. 

Lyophilized blended serum with native 
carotenoid levels, augmented with retinol and 
γ-tocopherol; SRM 968c level-I. 

Lyophilized native serum apparently 
augmented with 13-cis- enriched “retinol”. 

Lyophilized native serum; partner to liquid-
frozen serum 279. 

Lyophilized native serum augmented with 
retinyl palmitate. 

Prior Distributions 

#271 in RR49 (3/01), #275 in RR50 (9/01) 

#248 in RR44 (9/98), #258 in RR46 (6/99), 
#263 in RR47 (5/00) 

#293 in RR30 (3/94), #254 in RR45 (3/99), 
#255 in RR46 (6/99), #269 in RR49 (3/01) 

#266 in RR48 (9/00), #277 in RR50 (9/01) 

#181 in RR28 (6/93), #222 in RR37 (6/96),  
#243 in RR43 (6/98) 

Observations 
1)	 As in earlier distributions of these materials, several participants noted the presence an “insoluble 

stringy clot” in Serum 279 and/or 282.  These solids do not appear to influence measurement 
performance. 

2)	 Sera Stability. There has been no significant change in the median level or in the variability of any 
measurand in any of the five sera.  The oldest serum distributed in RR 51 was produced in early 
1993. All of these materials have been continuously stored –80 °C. 

3)	 Total versus trans-retinol.  Serum 281 has an unusually high level of cis-retinol, roughly 20% of the 
total retinol.  The following is the relevant section of one of Kathy Sharpless’s recent 
chromatograms, using a Bakerbond™ C18 column and method “B” described in the SRM 968c 
Certificate of Analysis (http://srmcatalog.nist.gov/srmcatalog/certificates/968c.pdf).  Based upon the 
retention time of exemplar compounds, the leading peak appears to be entirely 13-cis-retinol. 

B3

http://srmcatalog.nist.gov/srmcatalog/certificates/968c.pdf


 

 
 

 
   

 
 

 
 

 

 

 

 
 

 

 

 
 

 

 

 

We strongly urge all of you who report “retinol” to carefully evaluate the relevant sections of your 
chromatograms for serum #281.  If you report trans-retinol and did not resolve the cis-retinol peak 
reasonably well, you should either confirm that your system is capable of identifying the trans-
isomer in the presence of known 13-cis or you should consider reporting “total retinol.”  If you report 
“total retinol” and at least partially resolve the 13-cis peak but did not include its area, you should 
modify your integration parameters or consider reporting “trans-retinol.” 

We have prepared a series of sera with known high levels of 13-cis-retinol  for future distribution.  At 
least one of them will be distributed in the next round robin (RR 52). 

4)	 Ubiquinone (Coenzyme Q10).  While too few participants routinely report “ubiquinone” to enable 
regular feedback on measurement performance, there are enough historical data for the sera 
distributed in RR 51 to address several issues.  The following Figure presents all available participant 
data for all of the distributions of the sera and summarizes the expected distributions as box-plots.  
Each symbol type represents values reported by a particular participant. 
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Are participants reporting the same measurand?  Probably not.  Coenzyme Q10 (CoQ10) is the sum 
of reduced (ubiquinol, QH2) and oxidized forms (ubiquinone, Qox).  There appear to be fairly 
consistent among-participants biases which may in part arise from differing definitions of what’s 
being measured.  Starting with RR 52, the Report form will list all three forms. 

Are the “Ubiquinone” measurands stable in the M2QAP sera?  Probably.  The best evidence is 
provided by the {liquid frozen (271, 275, 279), lyophilized (266, 277, 282)} pairs: for most 
participants, the levels in these two materials have been nearly equal.  Additionally, the values 
reported by about half of the participants reporting this measurand appear pretty consistent over time. 
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Appendix C. “All-Lab Report” for RR51 

The following six pages are the “All-Lab Report” as provided to all participants, with two 
exceptions: 

• the participant identifiers (Lab) have been altered. 
• the order in which the participant results are listed has been altered. 

The data summary in the “All-Lab Report” has been altered to ensure confidentiality of 
identification codes assigned to laboratories.  The only attributed results are those 
reported by NIST.  The NIST results are not used in the assessment of the consensus 
summary results of the study. 
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Round Robin LI Laboratory Results
 
All Results in µg/mL
 

Analytes Reported By One Laboratory
 

Term 
N 

Min 
Medianpart 

Max 
SD 
CV 

Npast 

Medianpast 

SDpast 

NNIST 

MeanNIST 

Srep 

Shet 

Sanl 

SNIST 

NAV 

NAU 

nd 
nq 
<x 

italics

Analyte Code 279 280 281 282 283 
trans-β-Cryptoxanthin NISTb 0.051 0.061 0.033 0.050 0.073 

trans-Zeaxanthin NISTb 0.032 0.034 0.042 0.036 0.043 
Phytofluene FSV-CL 0.027 0.028 0.042 0.029 0.041 

Phytoene FSV-CL 0.051 0.052 0.060 0.051 0.048 

Legend 

Definition
 Number of (non-NIST) quantitative values reported for this analyte
 Minimum (non-NIST) quantitative value reported
 Median (non-NIST) quantitative value reported 
 Maximum (non-NIST) quantitative value reported
 Standard deviation for (non-NIST) results: 0.741*(3rd Quartile - 1st Quartile)
 Coefficient of Variation for (non-NIST) results: 100*SD/Median

 Mean of N(s) from past RR(s)

 Mean of Median(s) from past RR(s)

 Pooled SD from past RR(s)
 

 Number of vials analyzed in duplicate by NIST analyst(s)
 Mean of the NIST-analyzed vial means
 W ithin-vial pooled standard deviation
 Among-vial pooled standard deviation
 Between NIST analyst standard deviation 

2)0.5Total standard deviation for NIST analyses:  (Srep 
2 + Shet 

2 + Sanl 

 NIST Assigned Value

 = (Medianpart + MeanNIST)/2  for analytes reported by NIST analyst(s)

 = Medianpart for analytes reported by ≥ 10 labs but not NIST


2)0.5 NIST Assigned Uncertainty: (S2 + Sbtw 

 S is the maximum of (0.05*NAV, SD, SNIST, eSD) and Sbtw is the standard
 deviation between Medianpart and MeanNIST.  The expected long-term SD, eSD,
 is defined in: Duewer, et al. Anal Chem 1997;69(7):1406-1413.

 Not detected (i.e., no detectable peak for analyte)

 Detected but not quantitatively determined

 Concentration at or below the limit of quantification, x


 Not explictly reported but calculated by NIST from reported values
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Lab 
FSV-BA 
FSV-BB 
FSV-BD 
FSV-BE 
FSV-BF 
FSV-BG 
FSV-BH 
FSV-BI 
FSV-BJ 
FSV-BK 
FSV-BL 
FSV-BM 
FSV-BN 

FSV-BNa 
FSV-BO 
FSV-BP 
FSV-BQ 
FSV-BR 
FSV-BT 
FSV-BU 
FSV-BV 

FSV-BW 
FSV-BX 
FSV-CB 
FSV-CC 
FSV-CD 
FSV-CE 
FSV-CF 
FSV-CG 
FSV-CI 
FSV-CL 
FSV-CP 

Round Robin LI Laboratory Results 
Comparability Summary 

TR tR RP aT g/bT bC tbC aC TLy tLy TbX TLu TZ L&Z Label Definition
 
1 2 1 1 1 1 1 1 1 1 1 1
 Lab Participant code
 
1 1 1 1 1 1 1 1 1 1 1 2 1
 TR Total Retinol
 
1 2
 tR trans-Retinol
 
2 1 1 2 1
 RP Retinyl palmitate
 
1 1 1 1 1 1 1
 aT  α-Tocopherol
 
1 1 1 1 1 1 1 1 2 1
 g/bT γ/β-Tocopherol
 
1 1 1 1 2 1 1 3 1 2 1
 bC Total β-Carotene
 
1 1 1 1 1 1 1 1 1 1
 tbC trans-β-Carotene
 
1 2 1 1 1 1 1 1 1 1 1
 aC Total α-Carotene
 
1 1
 TLy Total Lycopene
 
2 2 1
 tLy trans-Lycopene
 
1 2
 TbX Total β-Cryptoxanthin
 
1 1 2 2 1 1 1 1 1 2 2
 TLu Total Lutein
 
1 1 2 2 1 1 1 1 1 2
 TZ Total Zeaxanthin
 
2 1 1 2 1 1 1
 L&Z Total Lutein&Zeaxanthin
 
1 1 4 1 2 1 1 1 1
 
1 1 1
 n number of participants providing quantitative data 

1 1 1 1 1 % 1 Percent of CS = 1 (within 1 SD of medians)
 
1 1 3 3 2 2 1 1 2 2 1 2 1
 % 2 Percent of CS = 2 (within 2 SD of medians)
 
1 1 1 1 1 1 1 1 2 1
 % 3 Percent of CS = 3 (within 3 SD of medians)
 
1 1 1 1 1 1 1 1 1 1
 % 4 Percent of CS = 4 (3 or more SD from medians) 




− 


 

1 1 1 1 1 1 1 
1 1 1 1 1 1 1 

2 1 1 1 1 1 2 1 1 “Comparability Score”
 
1 1
 The Comparability Score (CS) summarizes your measurement 

1 1 1 1 1 1 1 1 performance for a given analyte relative to the consensus 
medians in this study.  CS is the average distance (in units of 1	 1 1 1 standard deviation) of your measurement performance 

2	 1 1 characteristics from the consensus performance. CS is 
1 2 1 1 1 1 1 1 1 1 calculated when the number of quantitative values you reported, 

Nyou, is at least two and at least six participants reported 2 1	 2 1 3 4 
quantitative values for the analyte. 3	 2 1 1 1 1 1 

1 1 We define CS as follows: 

MINIMUM 4,INTEGER 1 

you Youi Median i 
NAU i 


 

FSV-CR 1	 2 
 

2 2CS = C AP+ + 
FSV-CV 2 3	 2 1 1 3 1 

∑ 
= 

N 

i 1 

FSV-CW 2 1 1 1 1 1 1 1 1 1 1 1 
FSV-CZ 1	 2 2 1 1 1 C = Concordance = 
FSV-DD 2 

N 2 

Nyou 

FSV-DF 1 

FSV-DR 
FSV-DU 
FSV-DW 
FSV-EQ 
FSV-ET 
FSV-FB 

NISTa 
NISTb 

n 

% 1 
% 2 
% 3 
% 4 

FSV-DI 2 1 1 1 2 2 1 2 1 
FSV-DQ 2 2 2 4 3 1 3 

1 1 3 
1 1 1 3 
4 1 3 3 2 2 1 
2 2 1 1 1 1 1 1 1 
2 2 2 1 
2 2 1 1 1 1 1 2 1 
1 1 1 1 1 1 1 
1 1 1 1 1 1 1 1 1 
40 9 13 46 27 32 15 26 24 12 26 18 16 24 

TR tR RP aT g/bT bC tbC aC TLy tLy TbX TLu TZ L&Z 
70 56 77 67 81 78 67 85 92 67 77 89 69 92 
25 44 15 30 15 13 20 4 4 33 19 6 31 4 
3 0 8 2 4 6 13 4 4 0 4 6 0 4 
3 0 0 0 0 3 0 8 0 0 0 0 0 0 

i 1 

you 

 


∑ 
= 

N 

Youi 

NAU 
− 

AP = Apparent Precision = 

i 
 


 

1 

Median 
i 

− 

NAU = NIST Assigned Uncertainty 
you 

For further details, please see 
Duewer DL, Kline MC, Sharpless KE, Brown Thomas J, Gary 
KT.  Micronutrients Measurement Quality Assurance 
Program: Helping participants use interlaboratory comparison 
exercise results to improve their long-term measurement 
performance. Anal Chem 1999;71(9):1870-8. 
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Appendix D.  Representative “Individualized Report” for RR51 

Each participant in RR51 received an “Individualized Report” reflecting their reported 
results.  Each report included a detailed analysis for analytes that were assayed by at least 
five participants.  The following analytes met this criterion in RR51: 

• Total Retinol 
• trans-Retinol 
• Retinyl Palmitate 
• α-Tocopherol 
• γ/β-Tocopherol 
• δ-Tocopherol 
• Total β-Carotene 
• trans-β-Carotene 
• Total cis-β-Carotene 
• Total α-Carotene 
• Total Lycopene 
• trans-Lycopene 
• Total β-Cryptoxanthin 
• Total Lutein 
• Total Zeaxanthin 
• Total Lutein & Zeaxanthin 
• Coenzyme Q10 

The following 12 pages are the “Individualized Report” for the analytes evaluated by 
participant FSV-BA. 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
Total Retinol 

Ap
pa

re
nt

 P
re

ci
si

on
, S

D
 

[A
na

ly
te

], 
µg

/m
L 

19
3


25
4


25
5


26
9


28
1


18
1


22
2


24
3


28
3


24
8


25
8


26
3


28
0


26
6


27
7


28
2


27
1


27
5


27
9


 

Yo
ur

 [A
na

ly
te

], 
µg

/m
L

Median [Analyte], µg/mL 
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Long-term Precision, SD 

Median (50%) 

Concordance, SD 

3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
Retinyl Palmitate 
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3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
α-Tocopherol 
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3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
γ/β-Tocopherol 
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3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 

 Individualized Report Page 5 / 12 D6



 

                   

 
 

 

 

 
 

  

  

 
 

    

   

   

  
 

 

 
   

  

 Set 1 of 49

Individualized RR LI Report: FSV-BA 
Total β-Carotene 
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Median (50%) 

Concordance, SD 

3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
trans-β-Carotene 
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Concordance, SD 

3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 

 Individualized Report Page 7 / 12 D8



 

                   

 
 

 

 

 
 

  

  

 
 

    

   

   

  
 

 

 
   

  

 Set 1 of 49

Individualized RR LI Report: FSV-BA 
Total α-Carotene 
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Median (50%) 

Concordance, SD 

3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
trans-Lycopene 
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3rd Quartile (75%) 
You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 

 Individualized Report Page 9 / 12 D10



 

                   

 
 

 

 

 
 

  

  

 
 

    

   

   

  
 

 

 
   

  

 Set 1 of 49

Individualized RR LI Report: FSV-BA 
Total β-Cryptoxanthin 
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You, >x, this RR You, this RR NIST, this RR 

1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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 Set 1 of 49

Individualized RR LI Report: FSV-BA 
Total Lutein&Zeaxanthin 

Ap
pa

re
nt

 P
re

ci
si

on
, S

D
 

[A
na

ly
te

], 
µg

/m
L 

19
3


25
4


25
5


26
9


28
1


18
1


22
2


24
3


28
3


24
8


25
8


26
3


28
0


26
6


27
7


28
2


27
1


27
5


27
9


 

Yo
ur

 [A
na

ly
te

], 
µg

/m
L

Median [Analyte], µg/mL 

Ap
pa

re
nt

 P
re

ci
si

on
, S

D
 

Long-term Precision, SD 

Median (50%) 

Concordance, SD 

3rd Quartile (75%) 
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1st Quartile (25%) 
You, >x, past RRs You, past RRs Others, this RR 

For details of the construction and interpretation of these plots, see:
 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8.
 

Serum History Comments 
#279 #271 RR49, #275 RR50 Fresh frozen pair of #282 
#280 #248 RR44, #258 RR46, #263 RR47 SRM 968c Lv I 
#281 #193 RR30, #254 RR45, #255 RR46, #269 RR49 ~30% of retinol as 13-cis isomer 
#282 #266 RR48, #277 RR50 Lyophilized pair of #279 
#283 #181 RR28, #222 RR37, #243 RR43 
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Appendix E. Shipping Package Inserts for RR16 

The following five items were included in each package shipped to an RR16 participant: 
•	 Cover letter 
•	 Protocol for Preparation and Analysis of the Ascorbic Acid Solid Control
 

Material
 
•	 Preparation and Validation of Ascorbic Acid Solid Control Material Datasheet 
•	 Analysis of Control Materials and Test Samples Datasheet 
•	 Packing List and Shipment Receipt Confirmation Form 

The cover letter, preparation protocol, and the two datasheets were enclosed in a sealed 
waterproof bag along with the samples themselves.  The packing list was placed at the 
top of the shipping box, between the cardboard covering and the foam insulation. 
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NIST CENTENHIAL fll' 

January 25, 2002 

Dear Colleague: 

UNITED STATES DEPARTMENT OF COMMERCE 
National Institute of Standards and Technology 
Gaithersburg, Maryland 20888-

The enclosed group of samples constitutes Vitamin C Round Robin 16 of the 2002 Micronutrients 
Measurement Quality Assurance Program. Three vials of frozen serum (test samples) and a vial of solid 
ascorbic acid (control sample) are enclosed. Please follow the attached protocol when you analyze these 
samples. 

In RR15 we noted that several of the laboratories reported high blank values. We also noted that by 
correcting for the discrepancy between the assay values and the calculated values for the calibration 
solutions we were able to reduce the CV for the entire group by a factor of three. This would suggest 
that some laboratories need to examine their assay methods for errors due to high solvent }?lanks and that 
the standards should be prepared by weight as the calibration solutions are prepared. We hope that by 
drawing attention to these techniques we can improve the overall laboratory performance. 

We recommend that you obtain Standard Reference Material (SRM) 970, Ascorbic Acid in Serum to 
validate your methodology and value assign in-house control materials. This SRM may be purchased 
from the Standard Materials Reference Program at NIST (Tel: 301-975-6776, Fax: 301-948-3730, ore
mail: srminfo@nist.gov) 

Return your results using the attached form by April 8, 2002. We also request that you send us a 
representative chromatogram from the analysis of each sample and indicate whether peak height or peak 
area was used in the calculation of the ascorbic acid concentration. Your results will be kept 
confidential. 

Please send your results to: 
Micronutrients Measurement Quality Assurance Program 
NIST 
100 Bureau Drive, Stop 8392 
Gaithersburg, MD 20899-8392 

If you have any questions or concerns please call me at 301-975-3137, or contact me by Fax: 301- 977-
0685 or e-mail: sam.margolis@nist.gov. 

Thank you for your participation. We look forward to receiving your results. 

Sincerely, 

~Ph.D. 
Research Chemist 
Analytical Chemistry Division 
Chemical Science and Technology Laboratory 

Enclosure 

NISI 
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Protocol for analyzing samples 

The control sample consists of a sample of solid ascorbic acid in an amber vial and should be used in 
the following manner (please record your mass on the attached report form): 

1.	 Prepare 250 mL of 5% metaphosphoric acid (MPA) in distilled water. 

2.	 Weigh 180-220 mg of the solid ascorbic acid sample to 0.1 mg (if possible), dissolve it in 
5% MPA in a 100 mL volumetric flask, and dilute to the 100 mL mark. Weigh the 
amount of MPA solution that was added. This will be referred to as the Stock 
Solution. 

3.	 Prepare three dilute solutions of the Stock Solution as follows: 

Dilute Solution 1: Weigh 0.500 mL of the stock solution into a 100 mL volumetric 
flask. Then dilute with 5% MPA solution to 100 mL mark and weigh the amount of 
MPA solution that was added. 

Dilute Solution 2: Weigh 0.250 mL of the stock solution into a 100 mL volumetric 
flask. Then dilute with 5% MPA solution to 100 mL mark and weigh the amount of 
MPA solution that was added. 

Dilute Solution 3: Weigh 0.125 mL of the stock solution into a 100 mL volumetric 
flask. Then dilute with 5% MPA solution to 100 mL mark and weigh the amount 
ofMPA solution  that was added. 

4.	 Record the ultraviolet absorbance spectrum of Dilute Solution 1 against 5% MPA 
solution as the blank using paired cuvettes. Record the wavelength in the region of 240
245 nm at which you observe the maximum absorbance and record the absorbance at that 
wavelength. 

5.	 Record the absorbance of the sample at 242, 243 and 244 nm. 

6.	 Measure the concentration of the ascorbic acid in all three dilute solutions and the 5% 
MPA diluent in duplicate along with the ampouled test samples using your usual 
methods. 

The purpose of measuring the absorbance at the wavelength maximum is to check the concentration 
of your sample.  If your spectrophotometer  is properly calibrated, the maximum absorbance should 
be between 243 and 244 nm.  If the concentration is correct, the molar extinction coefficient (E1

%) of 
ascorbic acid at this wavelength (using a cell with a 1 cm path length) should be close to 550 ± 30 
nm.  The extinction coefficient of your solution can be calculated using the following equation: 

E1% dl/g·cm =                                     Observed Absorbanceλmax 
(g AA/100 mL stock)(g stock in 100 mL dilute solution)

    (g AA stock solution) + (g MPA solution in 100 mL dilute solution 1) 
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The test samples are in sealed ampoules and were prepared by adding equal volumes of 10% 
metaphosphoric acid to spiked human serum.  We have checked the samples for stability and 
homogeneity. Only the total ascorbic acid is stable. While these samples contain some 
dehydroascorbic acid, its content is variable. Therefore, only total AA should be reported.  The test 
samples sho_uld be defrosted by warming at 20 °C for not more than 10 min otherwise some 
irreversible degradation may occur. 

Each test sample should contain between 0 and 100 µmol of ascorbic acid/L of solution.  The total 
ascorbic acid in each ampoule should be measured in duplicate by the method(s) used in your 
laboratory.  Please report your results in µg/L of sample. 
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REPORT OF ANALYSIS
 

NAME: 
ADDRESS: 

Method of Analysis: 

Please note the type of method that you use.          
Please attach representative chromatograms. 
Method used for calculating ascorbic acid concentration. 

Was SRM 970 used to validate your method or value-assign your in-house controls? 
Peak height Peak area 
Manufacturer of ascorbic acid used to make in-house standards 
Were samples frozen upon receipt? Yes No 
Date of Analysis: 

PREPARATION OF STOCK SOLUTION AND DILUTED SOLUTION 

STOCK SOLUTION 
Mass of ascorbic acid in the Stock Solution mg 
Mass of 5% MPA added to the 100 mL volumetric flask g 

DILUTE SOLUTION 1 
Mass of added stock solution (0.5 mL)  mg 
Mass of 5% MPA added to the 100 mL volumetric flask g 
Absorbance of Dilute Solution 1 at 242 nm AU 
Absorbance of Dilute Solution 1 at 243 nm AU 
Absorbance of Dilute Solution 1 at 244 nm AU 
Wavelength of maximum absorbance  nm 
Calculated molar absorptivity dL/g·cm 

DILUTE SOLUTION 2 
Mass of added stock solution (0.250 mL)  mg 
Mass of 5% MPA added to the 100 mL volumetric flask g 

DILUTE SOLUTION 3 
Mass of added stock solution (0.125 mL)  mg 
Mass of 5% MPA added to the 100 mL volumetric flask g 

COMMENTS: (use other side if necessary) 
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REPORT OF ANALYSIS
 

RESULTS  (µmol/L of Sample)
 

DILUTE SOLUTION 1 

REPLICATE 1 µmol/L of dilute solution 1 
REPLICATE 2 µmol/L of dilute solution 1 

DILUTE SOLUTION 2 

REPLICATE 1 µmol/L of dilute solution 2 
REPLICATE 2 µmol/L of dilute solution 2 

DILUTE SOLUTION 3 

REPLICATE 1 µmol/L of dilute solution 3 
REPLICATE 2 µmol/L of dilute solution 3 

5% MPA SOLUTION (DILUENT) 

REPLICATE 1  µmol/L of diluent 
REPLICATE 2  µmol/L of diluent 

TEST SAMPLE #1 

REPLICATE 1  µmol/L of Sample 1 
REPLICATE 2  µmol/L of Sample 1 

TEST SAMPLE #14 

REPLICATE 1  µmol/L of Sample 14 
REPLICATE 2  µmol/L of Sample 14 

TEST SAMPLE #53 

REPLICATE 1  µmol/L of Sample 53 
REPLICATE 2  µmol/L of Sample 53 

Return by April 8, 2002 to: Fax: 301-977-0685 Micronutrients 
Micronutrients Measurement Quality Assurance Program E-mail: sam.margolis@nist.gov 
NIST, 100 Bureau Drive, Stop 8392 
Gaithersburg, MD 20899-8392 
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Participant #: ________ Date: _____________ 

Vitamin C Round Robin 16
 
NIST Micronutrients Measurement Quality Assurance Program
 

Packing List and Shipment Receipt Confirmation Form
 

This box contains (we hope) one vial each of the following four VitC M2QAP samples: 

Sample Form 
VitC:1 Liquid frozen (1:1 serum:10% MPA) 

VitC:11 Liquid frozen (1:1 serum:10% MPA) 
VitC:51 Liquid frozen (1:1 serum:10% MPA) 
Control Solid AA 

Please 1) Open the pack immediately 
2) Check that it contains one vial each of the above samples 
3) Check if samples VitC:1, VitC:11, and VitC:51 arrived frozen 
4) Store the samples upright at -20 ˚C or below until analysis 
5) Complete the following information 
6) Fax the completed form to us at 301-977-0685 

(or email requested information to david.duewer@nist.gov) 

1) Date this shipment arrived: ___________________________ 
2) Are all four vials intact?  Yes | No 

If "No", which one(s) were damaged? 

3) Was there any dry-ice left in cooler? Yes | No 
4) Did samples VitC:1, VitC:11, and VitC:51 arrive frozen? Yes | No 
5) At what temperature are you storing the samples? _______ ˚C 
6) When do you anticipate analyzing these samples? ________________________ 

Your prompt return of this information will help control M2QAP expenses. 

The M2QAP Gang 

Mail: M2QAP 
NIST, Stop 8392 Fax: 301-977-0685 
Gaithersburg, MD  20899-8392 Email: David.Duewer@NIST.gov 
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Appendix F.  Final Report for RR16 

The following two pages are the final report as provided to all participants: 
•	 Cover letter. 
•	 An information sheet that: 

o	 describes the contents of the “All-Lab” report, 
o	 describes the content of the “Individualized” report, 
o	 describes the nature of the test samples and details their previous distributions, 

if any, and 
o	 summarizes aspects of the study that we believe may be of interest to the 

participants. 
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June 19, 2002 

Dear Colleague: 

UNITED STATES DEPARTMENT OF COMMERCE 
National Institute of Standards and Technology 
Gaithersburg, Maryland 20899-0001 

Enclosed is the summary report of the results for Round Robin 16 (RR16) for the measurement of 
total ascorbic acid (T AA, ascorbic acid plus dehydroascorbic acid) in human serum. Included in 
this report are: a summary of data for all laboratories and a summary of individual laboratory 
performance and interlaboratory accuracy and repeatability. As in previous reports, the estimated 
standard deviations (eSD) for the measurements are defined as 0.74x interquartile range and the 
estimate coefficients of variation ( eCV) are defined as 1 OOx eSD/median. 

RR16 consists of three unknowns (test samples) and one solid reference ascorbic acid for 
preparation of control solutions. Details regarding the samples can be found in the enclosed report. 

If you have concerns regarding your laboratory's performance, we suggest that you obtain and 
analyze a unit of Standard Reference Material (SRM) 970, Vitamin C in Frozen Human 
Serum. SRM 970 can be purchased from the NIST SRM Program at phone: 301-975-6776; fax: 
301-948-3730. If your measured values do not agree with the certified values, we suggest that you 
contact us for cons~ltation. 

As a reminder, please return the intent-to-participate forms for the 2003 QA program to us by no 
later than September 1, 2002. The program will consist of two round robin studies for the fat
soluble vitamins and carotenoids and one study for vitamin C in serum. To participate in the fat
soluble vitamins and carotenoids in serum studies, the participation fee is $1600 for U.S. 
laboratories and $2000 for non-U.S. laboratories. To participate in the vitamin C in serum study, 
the participation fee is $800 for U.S. laboratories and $1000 for non-U.S. laboratories. 

Please contact us if you have questions. 

Sincerely, ' ~ 

anice Brown Thomas 
Research Chemist 
Analytical Chemistry Division 
Chemical Science and Technology Laboratory 
Phone: 301-975-3120 
E-mail: jbthomas@nist.g-0v 
Fax: 301-977-0685 

Enclosures 

/er-.J. fJ1~r ;~ 
Sam A. Margolis, Ph.D. 
Research Chemist 
Analytical Chemistry Division 
Chemical Science and Technology Laboratory 
Phone: 301-975-3137 
E-mail: sam.margolis@nist.gov 
Fax: 301-977-0685 
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The NIST M2QAP Vitamin C Round Robin 16 (RR16) report consists of 

Page 
1 

2 
3 

“Individualized” Report 
Summarizes your reported values for the nominal 55 mmol/L solution you prepared from the 
solid ascorbic acid control sample, the SRM 970 Level 1 test samples distributed in RR11 
through RR16, and for two recently prepared test samples. 
Graphical summary of your RR 16 sample measurements. 
Graphical summary of your RR 16 control solution measurements. 

Page “All Lab” Report 
1 A listing of all results and statistics for Total Ascorbic Acid [TAA] in the RR16 samples 

and control solutions, the density of the 5% metaphosphoric acid (MPA) used to prepare the 
control solutions, the maximum absorbance reported between 243 nm and 245 nm for 
control solution #1, and the molar extinction coefficient. 

Test Samples. Three unknowns were distributed in RR16. 
S16:1 SRM 970 Level 1 
S16:2 Serum 11, a “blank” prepared from an unaugmented serum pool. 
S16:3 Serum 51, prepared by augmentation with solid, high-purity ascorbic acid from a serum pool. 

Qualitative Observations. 

1)	 Nearly all participants successfully prepared the four (three “Dilute Solutions” and the 5% MPA 
“Diluent”) control solutions.  The criteria used to evaluate this success are: the weight of 100 mL of 
5% MPA (it should be about 103 gm), the observed wavelength maximum, the observed absorbance 
at that maximum, and the calculated E1% of “Dilute Solution #1” (they should be: 243 to 244 nm, 0.5 
to 0.6 OD, and 530 to 590 dL/g·cm), and the extent of correlation between the expected and observed 
[TAA] for the four materials (R2 as close to 1.0 as possible). 

2)	 Two participants initially reported results for the three Dilute Solutions that differed significantly 
from those expected from the material weights.  Starting with RR17, we are asking that you calculate 
the expected [TAA] for all control solutions and compare them to your measured results.  We ask 
that you analyze the test samples only after you are satisfied that your measurement system is 
performing properly. 

3)	 There has been a general improvement in measurement system calibration, as judged by the 
Calibration Parameters (intercepts close to 0.0 and slopes close to 1.0) calculated from the control 
samples.  For the first time, the overall among-participant agreement (concordance) was not 
improved by “correcting” the reported test sample results with the observed Calibration Parameters. 

Quantitative Results 
1)	 There is no sign of degradation (change in median [TAA] or increase in estimated standard 

deviation) in SRM 970 Level 1 since their Certification in 1998.  We will continue to periodically 
monitor these materials. 
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Appendix G.  “All-Lab Report” for RR16 

The following single page is the “All-Lab Report” as provided to all participants, with 
two exceptions: 

• the participant identifiers (Lab) have been altered. 
• the order in which the participant results are listed has been altered. 

The data summary in the “All-Lab Report” has been altered to ensure confidentiality of 
identification codes assigned to laboratories.  The only attributed results are those 
reported by NIST.  The NIST results are not used in the assessment of the consensus 
summary results of the study. 
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Appendix H.  Representative “Individualized Report” for RR16 

Each participant in RR16 received an “Individualized Report” reflecting their reported 
results.  The following two pages are the “Individualized Report” for participant 
“VC-MA”. 
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Set 1 of 17 

Vitamin C 'Round Robin' 16 Report: Participant VC-MA
 

Date 
09/23/98 
04/02/99 
09/17/01 
09/27/01 
09/18/01 
11/18/02 

Method 
HPLC-EC (Height) 
HPLC-EC (Height) 
HPLC-EC (Height) 
HPLC-EC (Height) 
HPLC-EC (Height) 
HPLC-EC (Height) 

RR 
11 
12 
13 
14 
15 
16 

Control 
55 mmol/L 
55 mmol/L 
55 mmol/L 
55 mmol/L, Crtl:1 
55 mmol/L, Crtl:1 
55 mmol/L, Crtl:1 

RR 
11 
11 
12 
12 
13 
14 
15 
16 

Sample 
SRM Lv 1, A 
SRM Lv 1, B 
SRM Lv 1, A 
SRM Lv 1, B 
SRM Lv 1, S13-1 
SRM Lv 1, S14-3 
SRM Lv 1, S15:1 
SRM Lv 1, S16:1 

16 S16:2, Serum 11 

16 S16:3, Serum 51 

AA MPA Stock MPA [AA] mmol/L 
mg g mg g Calc Obs 

200.0 103.09 526.0 102.45 57.8 6.1 
215.0 103.10 517.1 102.52 61.1 53.1 
200.8 103.16 508.0 102.58 56.0 55.4 
200.3 103.23 510.0 102.31 56.1 57.1 
200.5 103.12 506.0 102.19 55.8 57.9 
200.0 103.00 515.0 102.65 56.7 60.9 

A242 A243 A244 A245 E1%max 
OD OD OD OD dL/gcm 

0.5461 
0.5754 

0.0525 
0.0721 
0.5650 
0.5409 
0.5465 
0.5449 

0.0527 
0.0721 
0.5232 
0.5193 
0.5461 
0.5465 

572 
548 
557 
577 

563 ±14 

[TAA] mmol/Lsample Grand Average 
Rep1 Rep2 Factor Mean SDdup 

15.5 13.9 0.5 7.4 0.6 
14.0 14.5 0.5 7.1 0.2 
14.5 15.8 0.5 7.6 0.5 
16.1 15.1 0.5 7.8 0.3 

8.4 8.5 1.0 8.5 0.1 
8.0 7.7 1.0 7.8 0.2 
8.9 8.7 1.0 8.8 0.1 
8.8 8.8 1.0 8.8 0.0 

Mean SDrepeat SDreprod 
8.1 0.3 0.6 

0.0 0.1 1.0 0.0 0.0 

49.9 44.9 1.0 47.4 3.5 

Please check our records against your records.   Send corrections and/or updates to... 

Gaithersburg, MD  20899-8392  USA 

Micronutrients Measurement Quality Assurance Program 
National Institute of Standards and Technology 
100 Bureau Drive Stop 8392 

Individualized Report 

Email: david.duewer@nist.gov 
Fax: (301) 977-0685 
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Vitamin C 'Round Robin' 16 Report: Participant VC-MA 

Total Ascorbic Acid 

S1
1:

1

S1
2:

1

S1
3:

1

S1
4:

3

S1
5:

1

S1
6:

1

S1
6:

2

S1
6:

3 
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ot
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or
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Ac
id

], 
µm

ol
/L

 

Yo
ur

 [T
ot
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 A

sc
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], 
µm

ol
/L

Median [Total Ascorbic Acid], µmol/L 

SRM 970 Lv 1 

Ap
pa

re
nt

 P
re

ci
si

on
, S

D
 

Concordance, SD 

3rd Quartile (75%) You, RR 16 NIST, RR 16 Median (50%) 
You, RR 11-15 Others, RR 11-15 1st Quartile (25%) 

For details of the construction and interpretation of these plots, see: 
Duewer, Kline, Sharpless, Brown Thomas, Gary, Sowell.  Anal Chem 1999;71(9):1870-8. 

Sample Comments 
S16:1 SRM 970 Level 1 
S16:2 Serum 11, no augmentation 
S16:3 Serum 51, augmented to 47.92 µmol/L sample 
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